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The paper presents the calibration of Fuji BAS-TR image plate (IP) response to high energy carbon ions
of different charge states by employing an intense laser driven ion source, which allowed access to carbon
energies up to 270 MeV. The calibration method consists of employing a Thomson Parabola Spectrometer to
separate and spectrally resolve different ion species and a slotted CR-39 solid state detector overlayed onto
an Image Plate for an absolute calibration of the IP signal. An empirical response function was obtained
which can be reasonably extrapolated to higher ion energies. The experimental data also shows that the IP
response is independent of ion charge states.
I. INTRODUCTION
A wide range of passive detectors has been developed
to diagnose different types of ions, such as solid state
detectors (e.g. CR-39 - a plastic polymer that is used
as a nuclear track detector), radiochromic films (RCF)
which have a self-developing active medium consisting of
an emulsion, scintillators and image plates (IP)1. Scin-
tillators and image plates are based on the principle of
photoluminescence (PL), which occurs when an atom is
excited to a higher energy state followed by its return
to a lower state while emitting a photon. PL is charac-
terised by two forms of luminescence: fluorescence and
phosphorescence. While scintillators are made of fluores-
cent material (spontaneously releasing the stored energy
in a short time, typically less than microseconds), the IP
is made of phosphors, and owing to its phosphorescent
properties, it can store the energy for a long time until
being stimulated by photons of suitable wavelength 2–4.
The image plate was developed by Fuji Photo Film Co.
Ltd in early 1980’s and since then it has been a popular
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film detector in physics and medicine 4 due to attractive
properties such as high spatial resolution (up to 10 µm),
high dynamic range (4-5 orders of magnitude) and a non-
disposable nature, as the signal on the IP can be erased
after every use.
Image plates are currently being widely used in laser
plasma experiments for detection of charged particles
(electrons and ions) and X-rays due to their passive na-
ture and aforementioned advantages. The phosphores-
cence mechanism results in a fairly linear response of
IP to the energy deposited by the ionizing radiation 5.
However, the signal on IP will vary depending on the
type of radiation as well as its energy. Commonly used
image plate types, such as BAS-MS and BAS-TR, have
been calibrated for electrons 6–8, X-rays 5,9 and a few
ion species of low atomic mass, such as H, D and He
10–15. Amongst heavier ion species, carbon ions occupy
a particular important position, e.g. in light of their ap-
plication in cancer therapy16,17. Furthermore, in cur-
rent research aimed to develop novel accelerator concepts
based on laser drivers18, carbon ions are often the key
species enabling the characterization of specific acceler-
ation mechanisms19–21. As image plates are often the
detector of choice for the spectral characterization of the
2carbon ions in these experiments, their absolute calibra-
tion to this ion species is therefore crucial and timely.
In this paper we report for the first time the calibra-
tion of BAS-TR type IP for different charge states of
carbon ions spanning over a wide range of energy up to
270 MeV. BAS-TR is the commonly used image plate
for ion detection in laser plasma experiments due to its
bare phosphor layer, which allows detection of low en-
ergy ions. The calibration was obtained by using slotted
CR-39 nuclear track detector over the IP, which enabled
direct comparison between the signal on IP and the ab-
solute number of particles given by the number of tracks
on CR-39. The calibration was obtained separately for
different charge states of carbon ions, which suggested
that the IP response is independent of the charge state
of ions. The structure of the remainder of the paper is
as follows. Section II briefly explains the experimental
setup and methods used to obtain the data in the exper-
iment. Section III discusses the mechanism of particle
detection in the two types of detectors (CR-39 and IP)
used in the calibration, which is followed by the presen-
tation of the calibration method, results and discussion
in section IV.
II. EXPERIMENTAL SETUP
The experiment was carried out at the Rutherford
Appleton Laboratory (RAL), STFC, UK, by employing
the Petawatt arm of the VULCAN laser system. The
laser operates in the infrared range at a wavelength of
1053 nm. The high power of the laser pulse is achieved
by employing the chirped pulse amplification (CPA) tech-
nique, which provides short pulses sub-picosecond (∼750
fs) duration with pulse energy typically around 500 J
before the compression. In this experiment, the laser
beam was focused, at normal incidence, on ultra-thin
(sub-micron) foils of amorphous carbon and gold by us-
ing an f/3 off-axis parabolic mirror. A single plasma
mirror was used before the target in order to suppress
pre-pulses and Amplified Spontaneous Emission (ASE)
associated with the laser beam prior to the arrival of the
intense short pulse on the target22–24. Taking into ac-
count the energy losses in the compressor gratings and
the plasma mirror, the peak laser intensity on target was
typically of the order of 1020 W cm−2.
The energetic ion beam produced by the interaction of
such pulses with solid foils is inherently multispecies - in
addition to the ion species belonging to the target bulk,
hydrocarbon contaminants present on both sides of the
foil targets provide a rich source of hydrogen and carbon
ions 25,26. In particular, the use of ultrathin foils allows
access to volumetric acceleration scenarios18, where heav-
ier ions such as carbon can be accelerated with a compa-
rable efficiency to protons (in contrast to TNSA accelera-
tion from thicker targets where acceleration of protons is
strongly favoured). A high resolution Thomson Parabola
Spectrometer (TPS) was employed in order to discrim-
FIG. 1. (a) Layout of the experimental setup: the TPS con-
sists of a magnetic dipole M, electric field plates E and detec-
tor, CR-39+IP. (b) Design of the detector assembly (CR3-
9+IP) used for the IP calibration: it consists of one slotted
CR-39 with periodic slot size of 1 mm and one IP BAS-TR
behind it placed in direct contact.
inate between different ion species while dispersing the
ions according to their kinetic energy 27,28. As shown in
Fig. 1(a), the TPS was mounted along the laser axis and
placed at the rear side of the target at a distance of 1.2
meters from the target surface. for having a suitable ion
flux at the detector. A strong magnetic field (1 Tesla)
and large drift distance ( 30 cm) were used to achieve
high energy resolution (E/δE∼65 at 270 MeV). An elec-
tric field of the order of 20 kV/cm was applied over a
15 cm long region in order to achieve ion species separa-
tion at the high energy end of the ion spectrum28. An
IP BAS-TR and a slotted CR-39 detectors were used in
a stack configuration as detector for the TPS 15,29,30, as
shown in Fig. 1(b), in order to cross-calibrate the IP sig-
nal with the absolute number of ions obtained by count-
ing the pits in CR-39. The image plates were wrapped
with 6 µm Al foil in order to avoid their exposure to
ambient light before scanning.
III. PARTICLE REGISTRATION AND DETECTION IN
IP AND CR-39
A. BAS-TR image plate
Among several types of IPs, the BAS-TR was selected
due to the absence of the plastic protective layer above
the phosphor layer, which is usually present in other
types of IP2,9. Although the protective layer helps pre-
serving the efficiency of the phosphor, due to the hygro-
scopic nature of the phosphor, it prevents detection of
ions which are not energetic enough to cross the layer.
For instance, the 10 µm thick protective layer typically
present in other types of IPs is sufficient to stop car-
bon ions with energy up to 10 MeV. BAS-TR contains a
50 µm thick active layer, consisting of photo-stimulable
crystal grains (BaFX:Eu2+, where X=Cl, Br) of average
density 5.2 g/cc and 5 µm in size, embedded in a ure-
thane resin2,4. The half-life for spontaneous decay from
3its metastable states is typically of the order of days, fol-
lowing a faster decay within the first 30 minutes after
exposure3,10,15. Therefore, the energy stored in the IP
can be retrieved by stimulating the excited metastable
state, even several hours after the exposure. The stim-
ulation can be done by optical photons in the red part
of the visible spectrum, and the energy is released as
UV light referred to as photo-stimulated luminescence
(PSL). Using a red laser diode of 650 nm wavelength
for de-excitation of the metastable states and a PMT to
read the emitted UV photons, commercially available im-
age plate scanners provide high resolution 2D images of
the signal stored across the IP with a pixel size down to
10 µm and a 16-bit depth in grayscale. After scanning,
the IP can be reused by erasing any remaining signal in
the IP through exposure of the phosphor to bright white
light for approximately 15 minutes.
For the data obtained in our experiment, the IPs were
scanned between 1-2 hours after the exposure, due to the
time required for completing the shot cycle and retrieving
the IPs from the interaction chamber. The image plates
were scanned using the Fuji FLA-5000 scanner with a
resolution (R) of 50 (i.e. 50 µm × 50 µm square pixel
size); dynamic range or Latitude (L) of 5; sensitivity (S)
of 5000, and 16-bit depth (G)2,15,31. The PSL stored in
each pixel of the 16-bit TIFF output image can be ob-




















B. CR-39 Nuclear track detector
The CR-39 is a plastic polymer used as a solid-state
track detector in nuclear science to detect ions and neu-
trons32–35. The main advantage of CR-39 is its insensi-
tiveness to photonic radiations. Due to their electronic
energy loss, ions leave trails of damaged polymer as they
travel through the CR-39, eventually slowing down to
rest. Since the damaged polymer has a faster etching
rate than the normal CR-39 plastic, the ion trails de-
velop into cone shaped pits upon etching the CR-39 in
alkali solution.
The sheets of CR-39 used in the experiment were 1
mm thick and of 1.3 g/cc density. The tracks left in the
bulk were revealed by etching the CR-39 in 6M sodium
hydroxide solution at 85 ◦C for a few tens of minutes
in order to enlarge the pits of carbon ions enough to
make them clear and distinguishable under microscope
analysis. Images of the etched CR-39 were grabbed by
an 8bit CCD camera using Scion plug-in for ImageJ36
and adequate magnification; the typical pit density was
of the order of 100 ions/mm2 and therefore the pits could
be counted with less than a few percent error37,38.
IV. CALIBRATION OF IP RESPONSE FOR C IONS
A. Method
In TPS diagnostic, ions with different charge to mass
ratio are dispersed on the detector plane as distinctive
parabolas having the same origin. By measuring the field
strengths and accounting for the geometrical layout of the
TPS, it is possible to link precisely the particle position
on the detector with its kinetic energy by means of an
analytical formula15,28. Based on this principle, the raw
IP data (see Fig. 2 for an example) were analysed by
using a MATLAB code, as discussed below, in order to
obtain the ion spectra in terms of PSL versus ion energy.
FIG. 2. IP scan image showing the shadow of the CR-39 slots
and the signals of proton and carbon ions. The red contours
surrounding the C6+ TPS trace are an example of ROIs used
in signal and background analysis.
By using a graphical user interface, a Region-of-
Interest (ROI), for example a specific parabolic trace,
was selected in the Matlab code to process the data for
a given ion species. The first step was to correct the sig-
nal in the ROI by subtracting the background in the IP
generated by high energy X-rays and scattered ions from
the pinhole. Due to the non-uniform background level
across the detector (see Fig. 2), the signal profile along
the ROI was corrected by subtracting the average of the
background profiles collected within boxes having same
size as the ROI, on either sides of the ion trace as shown
in Fig. 2. After identifying the Z/A (charge-to-mass) ra-
tio of the ion species corresponding to the trace in the
ROI, the Y co-ordinate (energy dispersion axis) of the
ROI was converted into ion energy by using Equation 1
in Ref. [25]. Finally the amplitude of the signal for each
Y co-ordinate was obtained by integration of the signal in
the direction orthogonal to the dispersion direction, i.e.
all the pixels in the ROI having the same Y co-ordinate.
Each data point in the resulting spectra now corresponds
to PSL signal on the IP caused by the ions within a small
energy range defined by the width of a pixel (i.e. 50 µm
in our case) and the location of the pixel along the Y-axis.
The shadow of the CR-39 bar is clearly visible in the
IP scanned image (Fig. 2), causing discontinuities in the
ion traces, and consequently in the ion spectra obtained
through the procedure described above, where each dis-
continuity represents an edge of a CR-39 slot. Therefore
4the IP response can be obtained, in principle, by correlat-
ing the PSL signal near the edge of a discontinuity with
the number of particles obtained from the adjacent CR-
39 bar. This is necessary as the CR-39 particle tracks
and the PSL cannot be measured at the same time, since
the particles are generally stopped in the CR-39 (One-
millimeter-thick CR-39 is able to stop carbon ions with
energy up to 230 MeV)39. In order to obtain a PSL cal-
ibration, the CR-39 data inside the ROI was processed
in a similar way as the IP data, i.e. a lineout for num-
ber of pits along the Y-axis was obtained by binning the
ROI orthogonal to the Y-axis by the same Y-step size of
50 µm. In this way, it was possible to overlap the ion
spectra obtained from IP and CR-39 in order to obtain a
correlation between PSL and number of particles at each
edge of the CR-39 slots.
The fundamental assumption behind the calibration
procedure is that the PSL and CR-39 signals should
be matched to form a continuous profile, as they rep-
resent the same spectrum. Therefore a calibration factor
(PSL/ion) at each edge of the CR-39 slots, correspond-
ing to a given ion energy, can be obtained by matching
the PSL signal with the CR-39 pit density as shown in
the Fig. 3. The factor is obtained by approximating the
CR-39 and PSL signals around the edge by straight lines
and scaling the PSL to create a continuous profile. For
the case shown in Fig. 3, the IP signal (represented by
the blue empty circles) was multiplied by a factor 3.7 in
order to match the CR-39 signal (black solid squares).
The IP response is therefore the inverse of this factor,
which is 0.27 PSL/#C6+ for ion energy of 206 MeV. The
estimation of the ion energy at the IP surface took into
account the energy reduction due to the 6 µm thick Al
filter placed in front of the IP; this correction is impor-
tant for carbon ions with energy up to few 10s of MeV.
The corresponding PSL signal in the track however is
not affected by the presence of the Al filter, because (1)
secondary ionising radiation produced by the ions is neg-
ligible for these energies, and (2) ions do not spread out
by scattering as the thin filter was in contact with the IP.
The correlation between PSL and adjacent pits density
profiles can be done with very good accuracy provided
that the flux of particles varies slowly along the TPS
trace. The uncertainty associated with the fluctuation of
the signal around the edge of the CR-39 slot was evalu-
ated and experimental error was estimated.
Ions with energy above a certain threshold, which de-
pends on the ion species, can traverse the CR-39 and
reach the IP. For these ions, the TPS trace recorded by
the IP is continuous across the CR-39 slots, as can be seen
towards the high energy end of the carbon trace in Fig. 2,
which is also shown as a zoomed image in Fig. 3. In this
case, a direct comparison is possible between the num-
ber of pits observed in a CR-39 bar and the PSL signal
obtained behind it. However, the IP response evaluated
in this region will correspond to the lower kinetic energy
possessed by the ions while impacting on the IP surface,
which can be calculated considering the CR-39 thickness
FIG. 3. The graph shows the section of the edge of the stack
detector (i.e the IP on the right-hand side and the CR-39
on the left-hand side, separated by the vertical dashed line)
highlighted in the inset on the left bottom corner. The blue
empty circles represent the IP signal rescaled to 30 min after
exposure and the black solid squares represented the CR-39
pits signal (also shown as the inset at the left top corner). The
black empty circles represent the IP signal rescaled to match
the CR-39 signal at the edge. The rescaling factor gives the
IP response.
and the 6 µm Al filter.
B. Uncertainties and Error Analysis
In the evaluation of the IP response to ions a number of
factors have to be taken into account in order to evaluate
the uncertainty associated with the measurement. Some
factors arise from the characteristics of the IP itself and
others from the calibration method. The method used in
this paper introduces a relative error in the measurement
of about 15%, which is directly associated to the fluctua-
tion of the data points about the straight-line fit, as can
be seen in Fig. 3. Regarding the IP, the main factors
to address are: (1) the fading of the signal stored in the
active layer, (2) the intensity of the diode laser that stim-
ulates the IP phosphor, (3) the calibration of the PMT of
the scanner, that reads the photo-stimulated light coming
from the IP, and (4) the surface quality of the phosphor
layer40. All these factors can lead to differences in the
PSL output for the same input signal. The issues related
to the scanner ((2) and (3)) can be mitigated by cali-
brating the scanner with the calibration tools provided
by Fuji Film, while concerning the phosphor layer, it is
recommended to use an IP that has a good quality sur-
face without any scratches and stains.
The factor that gives the largest variation in the PSL
signal is the fading of IP signal due to spontaneous decay
of the metastable states of the phosphor. A good detec-
tor of this type should be able to hold the information
for tens of minutes or hours exhibiting only a small vari-
5ation in the intensity of the signal when read. However,
as long as the variation of the signal with time due to
spontaneous emission is characterised, the procedure to
estimate the ion flux at a given energy from the PSL can
be standardised.
In literature many papers describe fading curves ob-
tained with different techniques and ionizing radiation,
but the curves from these papers differ significantly at
the earlier decay stage, within a few minutes from the
exposure3,10,15,41. A reason may be that, since the cali-
brations are generally done using ionizing radiation (e.g.
photon, alpha) produced by radioactive decays, the IP
exposure time required to reach a reasonable signal is
comparable with the fast decay time of the IP fading.
In this paper we used the fading curve used in a recent
paper15, which avoids the aforementioned issues by ex-
posing the IP to nanosecond pulses of photon radiation.
The fading has been measured for signal strength of
the order of 10−3 PSL/µm2, which is equivalent to a
PSL level of few units per pixel for an image scan reso-
lution of 50 µm. The signal varies rapidly in the first 30
minutes after exposure, and then it decays slowly over
several hours. Therefore, as a standard procedure, we
have chosen to refer the response of IP to ions at 30 min-
utes after the exposure. This is done by rescaling the









where PSL(t) represents the measured PSL signal ob-
tained from the IP scanned ‘t’ minutes after the irradia-
tion.
C. Calibration Curve
The data points for the IP response curve were ob-
tained from different shots and for carbon ions of differ-
ent charge state, as shown in Fig. 4. The result shows
that the response is independent of the initial ion charge
state, consistently with the expectation that the stopping
power depends only on the kinetic energy of the incident
ion and its effective charge inside the matter39,42–44. The
data points were fitted with two empirical functions to




(d+ cE+bE2+aE3)E 0 ≤ E ≤ 73.6 MeV
a = +4.61× 10−8
b = −8.90× 10−6
c = +4.56× 10−4
d = +2.51× 10−3
4.55 E−0.533 E > 73.6 MeV
(3)
FIG. 4. The calibration curve relates the PSL signal to the
number of carbon ions as function of the ion energy at the
surface of IP. The curve is normalised to 30 minutes after the
shot by using Eq. 2
where, E represents the carbon ion energy reaching the
IP surface. The low energy part of the calibration curve
is well reproduced by a 4th degree polynomial up to car-
bon energy of 73.6 MeV, while the calibration for higher
energies can be represented by a power-law function. The
analytical fit to the calibration data is shown in the Eq. 3.
Although Fig. 4 shows the calibration for carbon ions
with energies up to 270 MeV (i.e. 22.5 MeV/nucleon),
Eq. 3 can be used to estimate the response to higher car-
bon ion energies considering that the deposition of energy
scales as a power-law function when the stopping power
of the ions in the active layer is far from the Bragg peak.
D. Discussion
The IP response to ions essentially depends on the frac-
tion of energy deposited by the ions in the phosphor layer
converted into excited metastable state. Although the
shape of the IP response curve shown in Fig. 4 agrees
qualitatively with the energy deposition profile of an ion
in a layer of given thickness (Bragg’s peak deposition
profile), the energy stored in the IP cannot be directly
related to the energy deposited by ions. In the case of
very low ion energies (for instance, carbon energies below
10 MeV), the IP response becomes highly statistical in
nature as the the ion stopping range becomes comparable
to or smaller than the grain size of the active material
and the ions may only partly encounter active material
grains during their transit. This would result in a weaker
IP response for the low energy ions as a significant frac-
tion of low energy ions would loose part of their energy
while travelling through the “inactive” organic binder.
However, the response of IP seems to be independent of
the charge state of the incident ions, in agreement with
stopping power theory, resulting in IP response which is
virtually independent of the ionisation state of the ions.
6V. CONCLUSIONS
We have presented the absolute response of the IP
BAS-TR to carbon ions for energies up to 270 MeV,
which can be reliably extrapolated to higher carbon ener-
gies using the empirical power-law fitting function. More-
over, the calibration confirms the independence of the IP
response on the ion charge state which is particularly
useful information for laser plasma interaction studies
typically producing multi-species, multi-charge state ion
beams. These calibration data allow quantitative use of
this very sensitive detector with carbon ions.
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